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The technical staff of the National Advisory Committee 
for Aeronautics, in testing aerofoils at the Langley Mem- 
orial Aeronautical Laboratory, has made the folio .ving de- 
termination of effective resistance of a spindle support 
of a model aerofoil. 

The largest correction to be applied to the values 
of the forces observed during model aerofoil tests is us- 
ually that necessitated by the presence of some mechanical 
device used to support the model in the air stream. A cus- 
tomary form of support consists of a round tapered spindle 
screwed into the end of the fling, wfhioh is usually parti- 
ally shielded from the airflo.; by some type of streamline 
housing. 

The effect of this holding spindle may be considered 
in two parts, vis.: the actual resistance of the spindle, 
aue to the air pressure upon it, and the disturbance of 
the natural aerodynamic characteristics of the model due 
to -he proximity of the spindle and its housing. It is 



obvious that a housing extending nearly to the wing de- 
creases one direct spindle drag but increases the inter- 
ference. The most desirable length of housing is one 
which reduces the total correction to a minimum. The hous- 
ing used in this series of tests was constructed to fit 
as closely as possible about the supporting spindle and 
it .fas found by experiment that it could be brought within 
one inch of the «ing without causing excessive interference. 

In order to determine what correction to apply for 
spindle arag ana interference it is customary to support 
the fting as shown in Figure 2, holding it at the center of 
the span rather than at the tip as is the usual practice. 
A dummy housing and spindle are then prepared which may be 
mounted in the same position relative to the wing .vhich 
they ordinarily occupy during routine testing, the dummy 
spindle being fastened to the wring tip and projecting 
into the hollow opening of the housing, but not touching it 
at any point. Runs are uhen made over a series of speeds 
and angles of incidence both with and without the dummy 
spindle and housing in place. The difference in drag read- 
ings between a pair of such runs is an actual measure of 
the combined effect of spindle drag and interference on 
the wing drag. 

As the N.P.L. type of balance, such as was used for 
these tests, measures moments rather than forces, it is 
also necessary to determine at what point tnis correction 
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must be applied. To arrive ut this value a record is made 
of moments about the vertical spindle corresponding to the 
various readings* If the moment correction be divided by 
the force correction the quotient is a measure of the dis- 
tance C from the axis of rotation to the center of pres- 
sure or the point of application of the force. 

In applying these corrections to measurements obtained 
from an N.P.L. balance using ^he usual type of mounting 
(Fig. 1), their magnitude must be reduced in the proportion 

of L ~ c , ./nhere L is the distance from the balance pivot to 
L 

the center of the tfing, because of the changed position 
of their point of application (sea Fig. 5). 

An attempt was r~ade to determine the effect of spin- 
ale interference on the lift of the aerofoil by measuring 
moments about the axis parallel to the direction of air- 
flow. The values obtained are of the same degree as the 
experimental error and for the present this effect arill be 
neglected. 

The results obtained using a U.S. A. 15 wing, plotted 
in Figure 4, show that the correction is nearly constant 
from 0° T.Q 10° incidence and thfct ^t greater angles its 
value oecomes erratic. At such angles however the wing 
drag is so high that the spindle correction and its attend- 
ant errors become relatively small and unimportant . 

Figure 5 sho^s the variation of the ratio 
Drag: correction 

mm — — 1 f\ 

s (Velocity) 



nhen clotted against velocity for an incidence of 0°, 
shoeing that the proportional correction decreases apprec- 
iably *ith increased velocity. 

The accurate determination of the location of the 
center of pressure is below the range of sensitivity of 
the balance but calculations show that this may safely 
be assumed at the center of the spindle. 

Although the accuracy of the determination of the dra 
corrections is not great it will be seen from the follow- 
ing example that the percentage error when applied to the 
total wing drag is not appreciable. 

Measured spindle correction at 4° incidence at 21 m/ 
sea =6.3 gm. + probable error of .5 gm. 

Distance of point of application from center of wing 

span, 24.2 caa. 

Diatanoe from center of wing span to balance pivot 

137.2 om. 

Drag of wing + spindle at 4° incidence at 21 m/sec. z 
31.7 gm. 

Probable error in applied correction - 

. 5 x ( 137 .2 - 34.2 ) - An 
137.3 

Percent of probable error in drag due to spindle cor- 
rection - t Sg , — r— - 1.57(3 

6 .2(137.2 - 24~2 ) 

(NOTE : See also Aavisory Committee for Aeronautics (Brit- 
isn) reports Nos. 146, 1S8, ana 244). 
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